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Abstract: Microreactors have found widespread use for continuous flow synthesis and reaction optimization. Flow rates 
are critical factors with respect to the latter application because they are used to set screening parameters such as reaction 
time and stoichiometric ratios. However, the set flow values of pumps for nanoliter to microliter volume reactors are quite 
often not sufficiently accurate. In this paper we present a generally applicable chromatographic method to analyze flow 
rates during microreactor reaction screening. By adding flow markers to all reactant and reagent flows and performing 
conventional GC analysis on all samples, an accurate flow rate was calculated. The deviation between the set flow values 
and the measured flow rates was shown for a standard continuous flow experiment. The implications of this deviation for 
reaction optimization were demonstrated via a model Swern-Moffatt oxidation reaction, which showed that accurately 
measured flow rates are critical for correct data interpretation. 
Keywords: Flow chemistry, micoreactors, flow markers, flow rate, parametric optimization, oxidation. 
INTRODUCTION 
The interest in using microreactors for synthesis has in-
creased enormously in recent years [1-6]. Traditionally, the 
emphasis has either been on the production of chemicals in 
microstructured flow reactors, which has several benefits 
over conventional batch reactions, or on rather specialized 
and novel reaction processes on a very small scale [7, 8]. 
Scaling up, or scaling out using microreactor setup multipli-
cation, has been a particular subject of investigation [9]. 
Surprisingly, few examples exist on the application of micro-
liter or nanoliter volume reactors for screening purposes, in 
particular for reactions that are commonly used in synthesis 
laboratories [10]. 
Several experiments involving pressure-driven flow in 
low volume microreactors have been reported [8, 11-16]. 
Most setups consist of syringes loaded on syringe pumps and 
connected to a microreactor via tubing. This leads to a con-
tinuous flow system, i.e. reactants and reagents are continu-
ously pumped into the microreactor and a stable outflow of 
starting material, products and possibly by-products is ob-
tained. Typically, the flow rates in combination with the re-
actor’s internal volume determine parameters such as reac-
tion time and reagent stoichiometry. Since these parameters 
are often the subject of the investigation (e.g. in the optimi-
zation of a reaction), it is crucial to exactly control and know 
the flow rates. 
In most studies that have been published, it is not clear 
how flow rates were measured; most probably they were 
based on the set flow values. We recently carried out several 
reactions using a pressure-driven microreactor system with  
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syringes and syringe pumps, and found that these pump set-
tings are not reliable. Therefore we created a protocol to 
measure the average flow rate during each experiment, re-
sulting in intrinsically reliable flow data. As a result, the ob-
served data can be reproduced on other micro systems, 
which currently is often not possible. Once the exact optimal 
parameters are found, the reaction can be directly translated 
into either larger scale continuous flow systems or into con-
ventional preparative synthesis. In this paper we present this 
protocol applied to our system. A case study on reaction op-
timization is included that clearly illustrates the discrepancy 
in results that otherwise might exist, demonstrating the im-
portance of being able to accurately determine flow rates. 
Possible causes of flow rates deviating from set flows are 
lack of calibration of the syringe pump itself, high back pres-
sure built up in the system, syringes suffering from static and 
dynamic friction (causing jerky motion of the syringes’ 
plungers), undetectable leaking of connectors, etc.  
In principle, very low flow rates typically required for 
our experiments, down to 0.5 L/min, could be continuously 
monitored either by using flow meters or externally using 
micro Particle Image Velocimetry (PIV). These methods, 
however, present the experimenter with some challenges. All 
available microflow meters use the thermal principle. How-
ever, these flow meters must be calibrated according to the 
thermal properties and thus chemical composition. This is 
not practical for reaction optimization because compositions 
rapidly change between experiments and even within ex-
periments. Furthermore, PIV cannot be regarded as a gen-
erally applicable method for synthesis monitoring because 
extensive optical equipment and typically fluorescent parti-
cles are required [17]. 
Some techniques offer real-time information concerning 
the results from the outflow, while others have a time delay 
between performing a reaction and receiving the informa-
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tion. Real-time techniques include UV/Vis spectroscopy [18-
20], infrared spectroscopy [21], Raman spectroscopy [22, 
23] and Thermal Lens Microscopy [24-26]. Although having 
the benefit of a quick response to changing parameters, these 
techniques are generally quite limited in selectively detecting 
compounds in a generic way. Chromatographic methods 
such as conventional HPLC-UV and GC-FID can be much 
more generally applied to most synthesis reactions for quan-
titative determination of reaction yield, conversion and selec-
tivity [12] . 
During our reaction optimization experiments we effi-
ciently acquire chromatographic data for each sample 
through standard automated methods. We reasoned that these 
analyses could easily be combined with flow rate monitor-
ing. When a certain ´flow marker´, i.e. an internal standard, 
is added to each fluid and another internal standard is added 
to the dilution fluid in the collection samples, the average 
flow rate can readily be calculated by chromatographic ratios 
and calibration curves (Fig. 1). In eqn (1), QA, the flow rate 
of fluid A, is calculated. [MA] is the concentration of the 
flow marker in the measured sample, while [MA]0 is the 
known starting concentration of the flow marker in fluid A 
before it enters the microreactor. Vdil is the known volume of 
dilution fluid and tcoll is the known collection time of the 
sample (a derivation of eqn (1) can be found in S1 of the 
supporting information). 
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A careful selection of the flow markers is required: they 
must not interfere with the chemical reaction and should be 
adequately separated by HPLC or GC (Fig. S3 in supporting 
information). In order to evaluate the suitability of internal 
standard candidates, retention times using the current GC 
method were determined, and any candidates interfering with 
other analytes were excluded. Subsequently, the candidates 
were examined on reaction interference by analyzing reac-
tion mixtures with and without the candidates. Due to the 
chromatographic separation, accurate quantification is easily 
realized. Because the method is integrated into existing 
chromatographic analysis, flow rate data is obtained with 
very little effort. In order to quickly and efficiently select 
correct flow markers, retention time libraries can be used. 
MATERIALS AND METHODS 
Gas Chromatography 
GC analysis was performed on a Shimadzu GC 2010 GC-
FID equipped with a Quadrex 007 1701 column (length: 10 
m, internal diameter: 0.1 mm, film thickness: 0.1 m), using 
a temperature program starting at 98 °C for 0.85 min with 
subsequent ballistic heating with a set temperature of 235 °C 
for 1.0 min, a linear flow rate of 1 m/s and a split ratio of 
750. The sample concentration and split ratio led to a column 
loading exceeding the limit of detection in a factor of at least 
100. An analysis cycle time of approximately 3 min was 
used. For GC calibration, the internal standard method was 
used, and in each sample, an additional internal standard 
with a fixed concentration was present. For this internal 
standard, 1-bromonaphthalene was used in a concentration of 
0.2% v/v. 
Microreactor Setup [15] 
All syringes (Harvard apparatus; high pressure syringe, 2 
mL) mounted on a syringe pump (New Era; type NE-1000 or 
NE-500) were connected to FEP tubing (1.59 mm OD, 254 
m ID). At the end of each piece of tubing, a special ‘flat 
bottom headless nut’ (Upchurch Scientific; type: M-660) 
was mounted which pressed down onto a flat bottom ferrule 
(Upchurch Scientific; type: M-650) to achieve a leak free 
fluid connection to the microreactor. The microreactor was 
placed in a custom-designed chip holder with threaded holes 
on the top side in which the nuts were screwed. A stainless 
steel needle (UpChurch Scientific; type U-106 1/100" ID 
1/16" OD, custom shaped needle tip) was used as the outlet. 
A sample robot (Gilson Aspec XL) with dedicated software 
(Gilson 735 Sample software, Version 1.00) was used to 
dispense all samples during reaction screening. The pumps 
were programmed with a script running in ZOC Terminal V 
5.0 in order to control the flow speed of the three pumps. 
Furthermore, the script provided switching events for the 
robot to automatically control stabilization time and collec-
tion time. 
Microreactor 
The microreactor was fabricated from borosilicate glass 
by Micronit Microfluidics BV (Enschede, The Netherlands) 
(HF etched). Chip dimensions are given in Table 1. From 
these dimensions, combined with the flow rates and viscosi-
 
 
 
 
 
 
 
 
 
Fig. (1). The concept of flow markers. Two fluids containing a known concentration of different flow markers are continuously pumped 
through the microreactor with flow rates that determine reaction time and stoichiometry. When mixed with an internal standard in the collect-
ing vial, the amount of flow marker and thus the flow rates can be accurately measured. 
Flow Markers in Microreactors The Open Chemical Engineering Journal, 2010, Volume 4    63 
ties employed in the experiments, it can be expected that all 
experiments are within the laminar flow regime. The channel 
layout included two T-junction mixers placed in series (the 
channel design is provided in the supporting information, 
S2). 
Table 1. Microchannel Dimensions 
Total length microchannel 29.8 mm 
Depth 58 m 
Width a 114 m 
Internal reaction volume 142 nL 
aWidth at the top of the channel. Channel cross section has a standard wet etch geome-
try. 
Flow Measurement Experiment 
GC was used for flow rate measurement. Two solutions 
consisting of a solvent (dichloromethane) and a flow marker 
(1,2-dichlorobenzene for fluid A and 5-bromo-m-xylene for 
fluid B, both approximately 2% v/v) were pumped into the 
mixing chip. One of the two outflow channels was redundant 
and thus blocked. The effluent was collected in standard 1.5 
mL vials. The vials were prefilled with 1000 L of a solution 
of 1-bromonaphthalene as the internal standard in dichloro-
methane (0.2% v/v). The syringes were loaded with the solu-
tions and all fluidic connections were established. The out-
flow needle of the chip was then placed into the waste con-
tainer and the pumps were started. After a predetermined 
stabilization time, the outflow needle was moved to the first 
collection vial. More vials were filled when duplicate or trip-
licate measurements were carried out. Then the outflow nee-
dle was moved back to the waste container and flow settings 
were changed. After stabilization the next set of samples was 
collected and the procedure was repeated until all flow con-
ditions were screened. Table 2 shows a selection from the 
total experimental setup. 
Swern-Moffatt Model Reaction[27, 28] 
GC was used for flow rate measurement and aldehyde 
yield determination. A solution of benzyl alcohol (2, 0.5 M), 
DMSO (2.5 M) and dichlorobenzene as a flow marker (2% 
v/v) in dichloromethane (solution A) and a solution of 
trifluoroacetic anhydride (TFAA) (0.5 M) in dichloro-
methane with mesitylene as a flow marker (2% v/v) (solution 
B) were pumped into the mixing chip. To finish the reaction 
in the microreactor, pure N,N-diisopropylethylamine 
(DIPEA) was pumped into the reactor. The experiment was 
carried out as described in the previous section. The flow 
rate, collection times and waste times, during which the con-
tinuous flows are stabilized, are listed in Table 2. 
RESULTS AND DISCUSSION 
In order to evaluate the flow rate accuracy of the micro-
fluidic system, an extensive flow test experiment was carried 
out. Two syringe pumps connected to a simple mixing chip 
delivered stock solutions of flow markers. The flow rates of 
the pumps were varied according to the values depicted in 
Table 2, while samples were being taken for an exact amount 
of time, also listed in Table 2. In order to simulate flow pa-
rameters in a real reaction kinetics experiment, the set flow 
rates were calculated from linear arrays of ratios (typically 
determining reagent stoichiometry) and residence times. 
Both parameters were sampled at exponential intervals. 
Table 2. A Selection from the Experimental Setup for the Flow Measurement Experiment
a
 
Set flow A (L/min) Set flow B (L/min) Residence time (min) Waste time (min)b Sampling time (min) 
Flow measurement experiment
c
 
66.67 33.3 0.048 0.60 0.75 
3.25 1.62 0.977 12.3 15.39 
52.22 47.8 0.048 0.42 0.96 
8.52 7.80 0.292 2.57 5.87 
4.66 4.26 0.534 4.69 10.74 
2.54 2.33 0.977 8.59 19.65 
Swern-Moffatt oxidation
d
 
16.20 37.27 4.69 1.85 3.09 
28.03 89.71 2.13 1.07 1.78 
35.68 82.07 2.13 0.84 1.40 
112.6 146.4 0.97 0.27 0.440 
65.41 52.33 2.13 0.57 0.76 
12.73 40.74 4.69 2.36 3.93 
aThe complete data set can be found in S3 and S4 of the Supporting Information. bAfter setting the appropriate flow rate, the outflow needle was placed in a waste container. cSolu-
tion of flow markers A and B, respectively, in CH2Cl2 (2% v/v). 
dFor flow A: Solution of benzyl alcohol (0.5 M), DMSO (2.5 M) and a flow marker A (2% v/v) in CH2Cl2. For flow 
B: Solution of TFAA (0.5 M) and flow marker B (2% v/v) in CH2Cl2. 
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Then, the concentration of the flow markers relative to the 
concentration of the internal standard was determined by 
GC-FID, and the amount of both fluid A and B collected into 
the sample vials was calculated. Finally, using the known 
internal volume of the microreactor, the actual flow rates 
were determined. Because this method calculates the average 
flow rate over the time of sample collection this data can 
directly be used to calculate residence times and stoichiomet-
ric data. 
 
 
 
 
 
 
 
 
 
 
 
 
Fig. (2). Histogram of flow deviations of the flow check experiment 
for both flow A and B. 
 
Fig. (2) shows the results as a histogram plot. It is clear 
that the majority of screening points have a minor deviation, 
but there are data points at which the actual flow rate is quite 
different from the set flow rate. The differences between the 
measured flow rate and the flow rate set into the pump can 
also be shown as a vector plot (Fig. S4 in the supporting in-
formation). The average differences are –7.5% for flow A 
and –6.3% for flow B, with standard deviations of 9.6 and 
9.7%, respectively, indicating a significant systematic error. 
The histogram shows a relatively narrow distribution, with 
most data points between –12 and +4% deviation, however, 
there are some outliers present. 
The relative errors of this method must be brought into 
consideration. Typically, measurement inaccuracy consists 
of errors in the volume of collection fluid, sampling time and 
calibration of the GC method, resulting in a typical error 
value of 2% relative to the calculated flow rate. Therefore, 
flow deviations discussed above can be regarded significant. 
From this validation experiment it is evident that it is ab-
solutely vital to monitor the flow rates of reactants and rea-
gents in microreactor flow experiments, especially since they 
imply an important input variable in the experiment. 
Now that it was established that flow monitoring is nec-
essary, we decided to evaluate flow deviations in a chemical 
synthesis experiment. The Swern-Moffatt oxidation (Fig. 3) 
was chosen as a model reaction. Yoshida et al. previously 
showed in an elegant way that this oxidation can be per-
formed in a microreactor at room temperature conditions 
[28]. Additionally, an extensive optimization of this particu-
lar reaction study was performed by the authors [27]. Crucial 
in this microreactor process is a fast reaction of the reactive 
intermediate 2 with benzyl alcohol 1 in order to circumvent 
the undesired Pummerer rearrangement leading to by-
products 6 and 7. 
 
 
 
 
 
 
 
 
 
 
 
 
 
Fig. (3). Swern-Moffatt oxidation of benzyl alcohol. 
 
In our approach, benzyl alcohol was premixed with di-
methyl sulfoxide (DMSO), prior to reaction with 
trifluoroacetic anhydride (TFAA) [29-31] while DIPEA was 
added at the end of the channel, performing the final elimi-
nation step in the reaction and quenching the excess of 
TFAA at the same time (Fig. 4). To both solutions A and B 
inert flow markers were added. The flow marker in solution 
B also served as an internal standard for the reaction, to 
which peak intensities of starting material and products 
could be related. 
 
 
 
 
 
 
 
 
 
Fig. (4). Flow scheme of microreactor system for Swern-Moffatt 
oxidation. 
 
Table 3. Averages and Standard Deviation in Flow Offsets 
Flow Average Offset Standard Deviation in Offset 
A –11.7% 7.4% 
B  13.8% 6.9% 
The flow rates of flow A and B were varied in such a 
way that these settings would result in a matrix of data points 
with different retention times and stoichiometries (Table 2, 
lower part). Distributions similar to the flow measurement 
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experiment were observed, but the average offsets were 
higher (Table 3). The deviations in flow rates were again 
evaluated in a histogram (Fig. 5).  
In Fig. (6) the aldehyde production is shown in a contour 
plot as a function of time and stoichiometry. In Fig. (6a) the 
intended values (those set into the pumps) for time and 
stoichiometry were used, while in Fig. (6b) the values were 
calculated using the flow marker method. The high system-
atic deviation in stoichiometry is clearly visible here, and 
this has a significant impact on the interpretation of the re-
sults. When only set values are considered, the optimal alde-
hyde yield is reached at a stoichiometry of 2.5 and a reaction 
time of 2.5 s. However, when the accurate measured flow 
rates are used, the optimal reaction conditions are reached at 
a stoichiometry around 3.5, at the same reaction time. 
This result clearly demonstrates that when reaction opti-
mization and screening in microreactors is considered one 
cannot rely on the set flow of the pumps involved. The sig-
nificant average offsets are important observations, and can 
be explained by inaccuracy of the pump’s mechanism and 
possible deviations in the diameters of the syringes used. 
Although it would be preferable to eliminate these inaccura-
cies, the offsets can also be taken into account when an ex-
periment is set up. In either case, measurement of the flow 
 
 
 
 
 
 
 
 
 
 
 
Fig. (5). Histogram of flow deviations of the Swern oxidation experiment for both flow A and B. 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
 
Fig. (6). Contour plots of Swern-Moffatt oxidation. The colored bands indicate the amount of aldehyde formed. (a): x-values and y-values 
are solely determined by the flow rates set into the pumps. (b): x-values and y-values are determined by actual flow measurements using the 
flow marker method. 
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rates using flow markers during the entire course of the ex-
periment allows for a more accurate end result of the optimi-
zation procedure. 
CONCLUSION 
A generally applicable method has been presented which 
can be used for flow rate analysis in microreactors for 
chemical synthesis using internal standards as flow markers. 
This method does not require additional instruments when 
chromatographic methods are used to monitor reaction prod-
ucts, since these methods can conveniently accommodate the 
extra measurements of flow markers. Although the new 
method in principle could be applied to a wide range of con-
tinuous flow synthesis applications, it is of a particular bene-
fit when flow rates constitute an important experimental pa-
rameter, as is the case in reaction screening and determina-
tion of kinetics. 
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